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SUMMARY: The solar spectrograph of the Heliophysical Observatory at Debre-
cen, Hungary, was investigated to determine its instrumental profile. The measure-
ments were made by using a HeNe laser beam. The widths and asymmetries of the
profiles decrease toward higher spectral orders, the most advantageous orders being
the third and the fourth ones. To eliminate the broadening of solar lines on account
of the instrumental profile, the straightforward iteration method of Gurtovenko has
been applied. The efficiency of the method is demonstrated by the simulation of
the broadened and corrected spectral line profiles.
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1. THE INSTRUMENT AND
MEASUREMENTS

The large coronograph of the Debrecen Obser-
vatory was designed in the 1950’s, and a series of 9
such instruments were manufactured in the LOMO
factory, Leningrad (Gnevyshev et al. 1967), and dis-
tributed in the states of the former Soviet Union,
Poland and Hungary. This instrument is equipped
with a large spectrograph of Czerny-Turner type.
Most important parameters of the assembly: the ob-
jective has a diameter of 53 cm, its primary focal
length is 8 m with a possibility to be enlarged by an
auxiliary optics to a 12 m effective focal length. The
spectrograph has a focal length of 8 m. Its grating is
manufactured on a 25 × 23 cm glass plate contain-
ing 600 grooves per millimeter. The profiles of the
grooves are optimized for the third spectral order.

The instrumental profile measurements are
generally based on a light source providing a
monochromatic feature which can be considered as
having a negligible linewidth (with respect to the

profile to be measured). Usually two kinds of sources
use, a low-pressure glass tube (containing e.g. kryp-
ton gas) stimulated by a high frequency source ex-
cited from outside, or a gas laser. The former tool
usually provides a fine narrow line with no inter-
ference problem, but it is usually fairly weak which
makes the measurement difficult. The helium-neon
gas laser provides the strong red line of NeI (λ =
6328.173 Å) but it has a disagrable feature: even the
slightest amount of scattered light results in a fairly
intense interference pattern on the detecting surface
due to the highly coherent laser waves.

In the present work, the red line of a HeNe
laser was used as a monochromatic light source. To
eliminate the interference pattern mentioned, a matt
plate was placed before the entrance slit and was
kept in permanent motion during the exposures so
that this diffuse medium blurred all sporadic inter-
ference fringes, and additionally ensured a reason-
ably uniform illumination of the collimator mirror.
The detection was carried out by an SBIG-ST6 CCD
camera.
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Fig. 1. Instrumental profiles of the spectrograph in the first to fifth orders.

The instrumental profile is affected by the
width of the spectrograph entrance slit. From a for-
mer experience, a width of 50µm was selected. All
measurements were carried out with this value, and
it will be adopted in all further observations.

2. SHAPES OF THE
INSTRUMENTAL PROFILES

The measured contours of the spectrograph in-
strumental functions in the first to fifth spectral or-
ders are plotted in the Fig. 1. The widths of the
profiles decrease as the spectral order is increased.

The full widths at half maximum (FWHM) of
the instumental profiles decrease toward higher spec-
tral orders. The obtained FWHM values are pre-
sented in Table 1.

Table 1. The measured FWHM values.

order FWHM (mÅ)
1. 258,3
2. 108,7
3. 58,9
4. 32,2
5. 23,6

It is obvious from the above figures and table,
that the first order is of no use for high resolution
spectral line profile analysis because of the broad in-
strumental contour. Furthermore, the fifth order is
also useless, in spite of the narrow profile and high
dispersion, because the grating is positioned to al-
most grazing incidence ensuing a substantial inten-
sity loss, and because the wings of this profile are
asymmetric. Therefore, the performance of the spec-
trograph will be demonstrated in the second, third
and fourth orders.
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3. THE METHOD OF CORRECTION

As is well known, the instrumental function h(λ) affects the input line profile f(λ) in such a way that
one detects a smeared output profile (gλ).

Fig. 2. Corrected profiles in the second to fourth spectral orders according to Gurtovenko’s method.
Continuous line indicated by f : original solar line (arbitrary gaussian similar to a solar line), g: observed
profile (smeared by the instrument), g2: twice smeared profile, f1 and f2: first and second approximations.
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The observed contour can be expressed as a
convolution of the true and instrumental profiles:

g(λ) =
∫

f(λ − x)h(x)dx.

As the function f(λ) (the solar line) cannot be
determined explicitely from this equation, some of
the numerical evaluation methods should be applied.
A widely used method is based on a Fourier trans-
form procedure. Instead, we used a fairly straight-
forward iteration procedure which was described by
Gurtovenko (1966). The procedure is referred to as
the ”method of doubled smearing”. The idea is based
on the assumption that, in a first approximation, the
deviation of the true profile (f(λ) ) and the measured
(smeared) profile (g(λ)) is nearly equal to the differ-
ence between the once and twice smeared profiles.

Thus, for the first approximation of f(λ), de-
noted f1(λ), we assume:

f1(λ) − g(λ) = g(λ) −
∫

g(λ − x)h(x)dx.

Here the instrumental function is normalized;∫
h(λ)dλ = 1. If the h(λ) is narrow enough, this first

step gives a satisfactory result, i.e. f1(λ) ∼= f(λ), if
this is not the case, then further steps can be made
by the iteration formula:

fn(λ) = fn−1(λ) + g(λ) −
∫

fn−1(λ − x)h(x)dx.

The effect of the above procedure can be
demonstrated in the following way (see Fig. 2) A
simple Gaussian curve which is comparable to an or-
dinary photospheric line (f) is taken, then smeared
by the measured instrumental profile (g), and two it-
eration steps are carried out to reconstruct the orig-
inal profile. As can be expected, the effect of the

instrumental smearing decreases with increasing or-
der because of the diminishing half width. It is also
worth mentioning that the asymmetry of instrumen-
tal origin can be observed on the smeared profile
(mainly in the second order) but the above proce-
dure also helps eliminating it.

4. CONCLUSION

Figs. 1 and 2 demonstrate that the most ad-
vantageous spectral orders of the Debrecen spectro-
graph are the third and fourth ones. The first order
provides a too broad and asymmetric profile which
does not allow precise observations. The correction
procedure provides satisfactory reconstruction in the
second order, but the most precise measurements
are possible in the third and fourth orders. These
data and method will be used in all future spectral
observations carried out in Debrecen. As a further
advancement we hope to complete the present data
with measurements at other wavelengths, or possibly
by a different approach as a check.
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Prethodno saopxteǌe

Odredili smo instrumentalni profil
sunqevog spektrografa Heliofiziqke opser-
vatorije u Debrecenu (Ma�arska). Mereǌa
smo vrxili koriste�i HeNe laserski snop.
Xirina i asimetrija profila opadaju sa
povixeǌem spektralnog reda i najpogodniji
su tre�i i qetvrti red. Za odstraǌivaǌe

xireǌa sunqevih linija usled uticaja in-
strumentalnog profila primeǌen je jedan ite-
racioni postupak koji je uveo Gurtovenko.
Efikasnost postupka je prikazana pomo�u
simulacije xireǌa i korekcije profila spek-
tralnih linija.
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